Accelerometer Calibration Certificate E
Pile Dynamics, Inc.

Calibrated by Pile Dynamics, Inc.
Calibration performed on

Serial No: K11641 Temperature: 22.0 °C PDA CALIBRATION FACTOR
Model: PR Humidity: 47% 371.6 mv/5000g

(74.3 pvl/g)
Calibrated on: Channel 3 on 8G 5061 LE R72: 0.999921 [Chip programmed]

Operator: William Johnson
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